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One of the fundamental operations 
to be performed with electronic circuits 
is that of amplitude comparison. A mp- 
litude comparison is the determination 
of equality between two voltages, rather 
than the selection of a waveform that is 
above or below a given amplitude, as in 
amplitude selection. The amplitude com- 
parator does not result in the faithful 
reproduction of a portion of a wave- 
form, but rather, produces an output 
pulse at the moment of equality of two 
voltages. 


Figure 1. 
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The operation of any amplitude com- 
parator depends upon the characteris- 
tics of some non-linear device. First, let 
us consider an amplitude comparator 
using an ideal diode, as shown in Figure 
1. The diode is simply a switch. When 
the input voltage is negative, the output 
is zero; when the input voltage is posi- 
tive, the output is Kt times the input 
until the amplifier reaches saturation. 
A change in the amplifier gain can 
change only the slope of the input-out- 
put relation. The discontinuity of slope 
is determined completely by the ideal 
diode. If the output is differentiated, a 
voltage step will be obtained at the 
moment the input crosses zero volts. 
Only the magnitude of the step will de- 
pend on the amplifier gain and the rate 
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of change of the input voltage. 

Figure 2 shows what happens when a 
more practical diode is used. There is no 
discontinuity of slope. The amplifier 
gain changes not only the slope of the 
input-output characteristic, but also 
the point at which the curve appears to 
depart from zero. If this output is differ- 
entiated, a pulse will be obtained. Both 
the magnitude and position of the out- 
put pulse, however, depend upon am- 
plifier gain. Thus, the accuracy of an 
amplitude comparator based on a prac- 
tical diode depends not only upon the 
stability of the diode characteristic, 
but also upon the ability of the circuitry 
to determine some point on the non- 
linear characteristic. 

There are two basic classes of ampli- 
tude comparators. First, are those that 
use linear amplification and pulse shap- 
ing. This group is subject to the diffi- 
culties shown in Figure 2. They are all 
‘“‘slope sensitive,” that is, the time at 
which the output waveform reaches a 
given voltage level depends upon the 
frequency or slope of the input voltage. 
The amount of gain in the amplitude 
comparator determines the minimum 
frequency at which operation is possi- 
ble. Obviously, these circuits are useless 
as d-c comparators. 

The second group consists of those 
that use a regenerative amplifier around 
a non-linear device. In this group, the 
output pulse is initiated when the input 


Figure 3. 
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voltage reaches some predetermined d-e 
level. The pulse rise time is determined 
by the bandwidth of the regenerative 
amplifier. In many of these circuits, the 
regenerative amplifier and non-linear 
device are combined into one triode. 
The familiar blocking oscillator shown 
in Figure 3 is a typical example. The 
transformer in the plate circuit provides 
the positive feedback path. If the input 
is sufficiently negative, the tube is cut 
off. As the input voltage rises, a point is 
reached where the tube starts to con- 
duct, and at this point a regenerative 
action starts, providing a sharp nega- 
tive pulse at the plate with a slope in- 
dependent of the input waveform. The 
amplitude comparison depends not only 
on the stability of the triode character- 
istics but also on the applied plate and 
heater voltages, since these seriously 
affect the cut-off voltage. 

Another example shown in Figure 4 
is a monostable multivibrator, often 
called the ‘‘long-tailed pair.”’ V. is 
normally off, and V,; is on, acting as a 
cathode follower since the cathode re- 
sistor is large. As the input voltage and, 
therefore, the cathode of V2 go negative, 
a point is reached, determined by the 
reference voltage on the grid of Vo, 
where V2 starts to conduct. This com- 
pletes a positive feedback path from the 
plate of V; back to the cathode of Vj, 
and a regenerative action starts, pro- 
ducing a sharp negative pulse across the 
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SCHMITT TRIGGER CIRCUIT 


Figure 5. 


inductor in the plate of Vo. The accu- 
racy of this circuit also depends upon the 
stability of the tube characteristics and 
upon the applied voltages, although 
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drift from heater voltage changes tends 
to cancel to some degree. 

Figure 5 shows the familiar Schmitt 
trigger circuit. V; 1s normally on and its 
low plate potential holds V». off. A de- 
creasing input voltage waveform will 
eventually permit V2 to conduct. Posi- 
tive feedback through the common 
cathode resistor starts a regenerative 
action, which cuts off V; and gives a 
negative output at the plate of V2. Asin 
the previous circuits, the point of ampli- 
tude comparison depends upon both the 
triode characteristics and the applied 
voltage. 
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One other circuit which is_ useful, 
because it is reasonably independent 
of the amplifier tube characteristics and 
the applied plate voltage, is the Multiar 
shown in Figure 6. Accuracy of ampli- 
tude comparison depends primarily upon 
the diode characteristics. Normally, the 
pentode is conducting. The positive 
feedback path through the transformer 
is broken by the diode, which is non- 
conducting. When the input voltage 
decreases to the point where the diode 
conducts, a regenerative action starts, 
rapidly cutting off the pentode. 

Optimum sensitivity for this type of 
circuit can be derived and demonstrates 
the fundamental limitation. In the func- 
tional circuit of Figure 7, the open loop 
gain 1S 

Rk 
G=KpT 

The change in loop gain caused by a 
change in the diode resistance is 

dG Rik 


dr = (R+r)? 

The value of R for maximum sensi- 
tivity, can be found by differentiating 
this expression with respect to R and 
setting the result equal to zero. 


Figure 7. Functional schematic of the regenerative 
feedback type of circuit. 
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Figure 8. Functional diagram of new circuit, in 
which sensitivity increases directly with amplifier 








gain. 
dG 
*\ dr _(R +r)? — 2R (R +7) 
= —K a 
dR (a > 9)" 
=0 
Solving this equation, we get 
=r 


For maximum sensitivity, therefore, 
the diode should be operated at its most 
non-linear point, and the series resistor 
should be chosen to equal the resistance 
of the diode at this point. The amplifier 
gain required for optimum sensitivity 
is K = 2. 

In this type of circuit, the diode is 
used to change the amount of positive 
feedback. When the loop gain reaches 
plus one, the circuit will oscillate. In- 
creased sensitivity can not be obtained 
by increasing the amplifier gain beyond 
K = 2. 

Figure 8 shows a new circuit in which 
the sensitivity increases directly with 
amplifier gain. 

The significant difference between 
this circuit and previous circuits is the 
use of two feedback paths: a positive 
feedback path including the diode and 
the resistor R,; and a negative feedback 
path including the two resistors Rk. The 
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Figure 9. An amplitude comparator, based on 
the circuit of Figure 8. 


polarity of the net feedback depends 
upon the diode resistance. When the 
diode resistance is greater than F,, the 
net feedback is negative. When the 
diode resistance is less than F,, the net 
feedback is positive. As the input volt- 
age varies from negative to positive, 
the diode impedance changes, thus 
changing the sign of the feedback from 
negative to positive. As in other re- 
generative circuits, oscillation occurs 
when the loop gain reaches plus one. 
However, in this circuit, a loop gain of 
plus one can be reached by progres- 
sively smaller changes of diode resist- 
ance aS more and more gain is used in 
the amplifier. 

This circuit makes it possible to 
determine a point on the characteristics 
of the non-linear device with as much 
precision as desired. However, no cir- 
cult can improve the inherent stability 
of the non-linear device. 

An amplitude comparator ! based on 
this idea is shown in Figure 9. The use 
of four diodes in the bridge gives an- 
other factor of four in the sensitivity 
and provides some cancellation of drift 
in diode characteristics with tempera- 


1U.S. Patent No. 2,715,718. 
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ture. To insure that the amplitude 
comparator will operate at a particular 
voltage level, independent of the slope 
of the input voltage, requires that the 
four capacitors that couple the diode 
bridge to the differential amplifier be 
sufficiently small so that a negligible 
amount of the input signal be coupled 
to the amplifier stage. For proper opera- 
tion, the input voltage serves only to 
change the effective resistance of the 
diodes and, therefore, the polarity of 
the feedback. Noise in the amplifier 
stage should then trigger the regener- 
ative action. 

If a d-e voltage greater than that 
required to start the regenerative action 
is applied to the diode bridge, an output 
pulse will be generated. After this pulse, 
it is necessary for the plate and grid 
coupling capacitors to recharge. As soon 
as recharge occurs, another pulse will be 
generated. Thus, the output consists of 
a train of pulses spaced by the recovery 
time. If the input voltage consists of a 
sawtooth sweep, the recovery time can 
be made sufficiently long so that the 
circuit will be reset by the trailing edge 
of the sweep, and a single output pulse 
ean be obtained. 

Another effect of the diodes and the 
coupling capacitors is a hysteresis effect. 
If the time constants are not chosen 
carefully, it will be found that once the 
circult starts to oscillate, it requires a 
relatively large change of applied volt- 


NOVEMBER, 1955 


age to stop the oscillation. One of the 
simplest methods to avoid this effect is 
to use small inductors to couple the 
signal voltage to the diode bridge. 

By using sufficient amplifier gain, the 
effects of plate and heater voltage 
changes can be made as small as de- 
sired. With a single double triode such 
as the 1Z2AT7, the gain is sufficient to 
reduce these effects to a few millivolts. 
The sensitivity of this circuit is about 
one-tenth of a millivolt. This sensitivity 
is so much greater than the stability of 
the diodes being used that any further 
increase in sensitivity, which could eas- 
ily be obtained by adding another stage, 
would be useless. 

In order to measure the sensitivity 
and also to determine how much stabil- 
ity could be obtained, a comparator 
was built with four germanium diodes. 
To reduce the effect of temperature on 
the diode characteristics, they were 
placed in a small octal-socket-size crys- 
tal oven. This oven held the diode tem- 
perature constant within one degree. 
Figure 10 shows the drift from a cold 
start for a three-hour period. The shape 
of the curve for the first few minutes as 
the oven warms up Is Irrelevant. Drift 
with the cycling of the oven is less than 
one millivolt. The slow drift is about 2.5 
millivolts per hour and ends as the 
diodes stabilize their characteristics, as 
shown in Figure 11. Figure 12 shows 
the effects of line voltage. Both plate 


Figure 10. Three-hour record of drift of the new circuit from a cold start. 
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Figure 11. Drift record after diodes and other circuit elements reach temperature equilibrium. 


and heater supplies were varied simul- 
taneously. 

Since the sensitivity of this com- 
parator is so much greater than the 
stability of the diodes used in the 
bridge, it seems desirable to find some 
other non-linear device which is more 
stable with temperature than the ger- 
manium diodes. As long as the non- 
linear device is stable, more sensitivity 
ean be obtained by adding additional 
amplifier gain. Much work remains to 
be done in this direction. 

In addition to its many applications 
in electronic equipment, this circuit 
has interesting possibilities in indus- 
trial measurement and control systems. 
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Wherever it is possible to generate a 
rariable impedance with temperature, 
pressure, position, or other quantity, 
it is possible to use this comparator 
circuit directly, without first generating 
a voltage proportional to the quantity 
to be measured. The circuit does not 
require voltage information but can 
generate an output pulse directly from 
an impedance change. For such appli- 
cations, the diode bridge would be re- 
placed by a combination of linear re- 
sistors and elements with a resistance 
change proportional to the quantity 
to be detected. Thus any of these quan- 
tities could be controlled by a relatively 
simple circuit with high sensitivity. 


— M. C. HoLtrJE 


Figure 12. Effect of 
line voltage varia- 
tions. 
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THE VARIAC® AS A MEANS OF PROVIDING 
CONSTANT-POWER-FACTOR, 
VARIABLE-CURRENT LOAD 


In educational-laboratory testing of 
alternators and transformers it is fre- 
quently desirable to provide a constant- 
power-factor, variable-current load. 
Adjustment of both resistive and re- 
active elements to achieve ten or twelve 
points for a curve is both tedious and 
time consuming. With the circuit of 
Figure 1, the desired load magnitude 
can be obtained quickly and easily. 

At a 1:1 ratio adjustment of the 
Variac Autotransformer the reactive 
and resistive components are made to 
take approximately full load current 
at the desired power-factor. For other 
currents the Variaec is adjusted to 


other ratios. The load then appears to 
the source as (N,/N2)? (R + jX), where 
N, and N,» are the turns in the primary 
and secondary circuits, respectively, 
and Rk + j)X are the equivalent series 
components of the load. While the 
parallel inductance and resistance of 
the Variac must be taken into account 
at high transformation ratios, the simple 
expression is adequate for most uses. 
The single-phase illustration is easily 
extended to three-phase circuits by use 
of a three-phase Variac® assembly. 


Note: We are indebted to Professor J. Bruce 
Wiley, of the University of Oklahoma, for this 
interesting application of the Variac. — Ep1Tor 
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Load magnitude 
is varied by ad- 
justing Variac, 
while power fac- 
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SOME BULLET! 


Before the munitions makers start graph of the caption. Our ballistics ex- 
bidding for the right to our new atomic pert’ denies all responsibility for the 
rifle, we hasten to explain that, in the second paragraph, claiming that the 
photograph on page 8 of our October — error is obviously an editorial one. 
issue, the bullet was travelling about After an exhaustive investigation 
2,700 feet per second, not 10,000. The the editor has decided to apologize 
10,000 figure is the flashing speed of the and to claim he was out of town 
stroboscope, as stated in the first para- when it happened. 
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